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Fig. I. Automatic Network Analyzer for measuring complex impedances, vain, 
loss, ami phase shift from 0.11 to 12.4 GHz consists of (I, to r.). Model 8411 A 
Harmonic Frequency Converter. Model S4I0A Main Frame, and a plug-in display 
module (either Model 841 3 A Phase-Gain Indicator or Model 84I4A Polar 
Display). Network Analyzer makes swept or single-frequency measurements. 
See Fig. 8 for other system components. 



An Advanced New Network Analyzer 

for Sweep-Measuring Amplitude and Phase 

from 0.1 to 12.4 GHz 



The information obtainable with a new net- 
work analyzer greatly improves microwave 
design practices, especially where phase 
information is important. 

A new microwave network analyzer developed in 
the -hp- microwave laboratory promises to be of major 
importance in many electronic fields, especially those 
concerned with the phase properties of microwave sys- 
tems and components. The new instrument sweep-meas- 
ures the magnitude and phase of reflection and transmis- 
sion coefficients over the range from 1 10 MHz to 1 2.4 
GHz. This makes it possible for the analyzer to com- 
pletely characterize active and passive devices, since 
nearly every parameter of interest for high-frequency 
devices can be measured including gain, attenuation, 
phase, impedance, admittance and others. 

The new analyzer represents a major step in the con- 
tinuing trend to automation in microwave measurements, 
a trend recognized in several articles in this publication 
and elsewhere*. Systems that arc especially aided by the 
kinds of automated measurements the analyzer makes 
are the modern systems that emphasize phase properties, 
such as electronically-scanned radar and monopulse and 
doppler radar. Similarly, optimum use of the new high- 
frequency solid-state devices that make systems such as 
phased-array radars economically practical is dependent 
on sophisticated measurements. The reason for this dc- 

• See references on Dage 9. 



-hp- Journal readers: 

We believe you who work with frequencies above 
100 MHz will be especially interested in this issue be- 
cause it discusses an important new system that meas- 
ures gain, phase, impedance, admittance and attenua- 
tion on a swept basis from 110 MHz to 12.4 GHz. In 
other words the system will measure all network pa- 
rameters not only of passive networks and devices hut 
also of transistors and even of negative real imped- 
ances. Readout is on a meter ur on a scope which pre- 
sents measured performance over a whole frequency 
band at a glance. 

The new system leads to wider use of the familiar 
quantities we usually call reflection and transmission 
coefficients. These coefficients are also known as 'scat- 
tering parameters', and using them in combination with 
the new system leads to more sophisticated design 
techniques including computerized design. An inform- 
ative article about scattering parameters begin* on p. 
13. 

Obviously, the new system is a powerful tool for 
the engineer. In addition, it has important implications 
for the whole microwave engineering field in the fu- 
ture. This is also discussed in this issue (p. II) by Paul 
Ely, engineering manager of our microwave labora- 
tory. 

I invite your attention to what we believe is unus- 
ually important microwave information. 

Sincerely. Editor 
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pcndence is that these solid-state devices can best be 
utilized in new functions if they can be completely char- 
acterized and understood. 

The analyzer characterizes networks by measuring 
their complex small-signal parameters. The particular 
types of parameters measured are called the scattering or 
"s" parameters. These parameters have proved a val- 
uable tool for the design engineer because of their inher- 
ent ease of measurement, their design advantages and 
the intuitive insight they provide. A separate article in 
this issue deals with their theory and describes new design 
practices developed with them at Hewlett-Packard. 

Network Analyzer Concept 

The concept of the network analyzer follows naturally 
from network-parameter theory. Measuring s-parameters 
is a matter of measuring fa) the ratio of the magnitudes 
and (b) the relative phase angles of response and excita- 
tion signals at the ports of a network with the other ports 
terminated in a specified 'characteristic" or reference im- 
pedance. It is not difficult to define the basic elements of 
a network analyzer system to perform these measure- 
ments (Fig. 3). First, a source of excitation is required. 
Then a transducer instrument is needed to convert the 
excitation signal and the response signals produced by 
the unknown to a set of output signals containing the 
network information (a dual-directional coupler for 
measuring the complex reflection coefficient s, ; is illus- 
trated). Next, an instrument capable of measuring mag- 
nitude ratio and phase difference is used to extract the 
pertinent information from the test signals. A readout 
mechanism to present the data completes the basic net- 
work analyzer. 

The above is the concept that has been followed in 
designing the new network analyzer. A further refinement 
Of the concept is the use of a plug-in readout. Although 
the network parameter data are the same for each appli- 
cation (i.e.. magnitude and phase), the form in which the 
data are most useful depends upon the application. 



Table I System Components 



MODEL 

8410A 

Network 

Analyzer 

Main 

Frame 

841 1A 
Harmonic 
Frequency 
Converter 



FUNCTION 



RANGE 



Mainframe lor readout 
modules, includes tuning 
circuits. IF amplifiers, and 
precision IF attenuator. 



0.11 to 12.4 GHz when used 
with Model 841 1A. 



Converts 2 RF input sig- 0.11 to 12.4 GHz when used 
nals 0.11 to 12.4 GHz into with the 8410A. Impedance 
20-MHz IF signals. 50 ohms. 



8413A 
Phase- 
Gain 
Indicator 



8414A 
Polar 
Display 
Unit 



Plug-in module for 8410A Full scale ±3, 10, 30 dB and 

Mainframe provides me- ±6. 18. 60, 180 degrees, 

ter display of relative am- Auxiliary outputs 50 mV/dB 

plitude and phase between and 10 mV degree, 
input signals, auxiliary 
outputs for scope or X-Y 

recorder. 

Internal graticule CRT for 
nonparallax viewing. Ampli- 
tude calibration in five linear 
steps. Phase in 10 : intervals 
through 360^. Smith Chart 
overlays for direct imped- 
ance readout (normalized to 
50 ohms). 



Plug-in module for 8410A 
Mainframe. CRT polar dis- 
play of amplitude and 
phase. X-Y outputs for 
high resolution polar and 
Smith Chart impedance 
plots. 



8740A 

Transmission 
Test Unit 



8741 A 
Reflection 
Test Unit 



Simplifies RF input and 
lest device connection for 
attenuation or gain test. 
Accepts RF input signal 
from source and splits 
into reference and test 
channels for connection to 
841 1A and the unknown 
device. Calibrated line 
stretcher balances out lin- 
ear phase shift when test 
device is inserted. 



0.11 to 12.4 GHz. Impedance 
50 ohms. 




Wide-band reflectometer. 
phase balanced for swept 
or spot frequency imped- 
ance tests below 2 GHz. 
Accepts RF input and pro- 
vides connections for un- 
known test device and 
84 11 A. Movable reference 
plane. 



0.11 to 2.0 GHz. 



8742A Ultra-wide band reflec- 2.0 to 12.4 GHz 

Reflection tometer. phase balanced 
Test Unit for impedance tests above 
2.0 GHz. Movable refer- 
ence plane 




Fig. 2. Typical lest setup using 
new NetMfrk Analyzer (top cen- 
ter) la sweep-measure iransmis- 
tten •'/ mil rowave filter. Magni- 
tude and phase tire measured on 
Analyzer meter and presented as 
a junction of frequency on oscil- 
loscope. Magnitude and phase 
can also be presented in polar 
form on a Polar Display scope 
which plugs in. in place i<l Phase 
Cain Indicator and will feed ex- 
tcrnai recorder. 
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Other pieces of auxiliary equipment will, in general, 
be added to complete a specific measurement. Examples 
would he bias supplies for active devices and matched 
loads for termination purposes. 

Here then is a very flexible system that defines com- 
pletely the complex parameters of an active or passive 
network. It provides this information, much of which 
was previously very difficult or prohibitively expensive 
to obtain, over a huge frequency range with an ease and 
rapidity that consistently intrigues those who see it the 
first time. Specific features of the network analyzer arc 
the following: 

1 . One system measures both magnitude and phase of 
all network parameters from 1 10 MHz to 12.4 GHz. 
The measurements can be made at a single fre- 
quency or on a swept frequency basis over octave 
bandwidths. 

2. The analyzer combines wide dynamic range with 
high measurement resolution. Direct dynamic dis- 
play range is 60 dB in magnitude and 360 of phase. 
Precise internal attenuators and a calibrated phase 
offset allow expanded measurements with better 
than 0.1 dB resolution in magnitude and 0.1 in 
phase. 

3. It is accurate. Precision components are used 
throughout to assure basic accuracy. The two- 
channel comparative technique removes error terms 
caused by the source and variations common to both 
channels. 

4. A choice of display allows the data to be presented 
in the most useful form for the specific measure- 
ment. The measured data are also provided in ana- 
log form for external oscilloscope, recorder, or 
digital display. 



Frequency Translation by Sampling 

Figs. I and 8 show the elements of the analyzer system 
and Table I lists the elements, their functions, and their 
frequency ranges. The basic analyzer ( Fig. 1 1 consists of 
three units: a main frame, either of two plug-in display 
modules, and a harmonic frequency converter. The trans- 
ducer instruments for reflection and transmission (Fig. 8) 
complete the system. 

The key technique that allow s the new microwave net- 
work analyzer to measure complex ratio is the technique 
of frequency translation by sampling. The block diagram 
of the basic analyzer show n in Fig. 4 is helpful to under- 
stand this technique. Sampling as used in this system is 
a special case of heterodyning, w hich translates the input 
signals to a lower, fixed IF frequency where normal cir- 
cuitry can be used to measure amplitude and phase rela- 
tionships. The principle is to exchange the local oscillator 
of a conventional heterodyne system with a pulse genera- 
tor which generates a train of v ery narrow pulses. If each 
pulse within the train is narrow compared to a period of 
the applied RF signal, the sampler becomes a harmonic 
mixer with equal efficiency for each harmonic. Thus 
sampling-type mixing has the advantage that a single sys- 
tem can operate over an extremely wide input frequency- 
range. In the case of the network analyzer this range is 
110 MHz to 12.4 GHz. 

In order to make the system capable of swept fre- 
quency operation, an internal phase-lock loop keeps one 
channel of the two-channel network analyzer tuned to 
the incoming signal. Tuning of the phase-lock loop is 
entirely automatic. When the loop is unlocked, it auto- 
matically tunes back and forth across a portion of what- 
ever octave-wide frequency band has been selected by 
the user. When any harmonic of the tracking-oscillator 
frequency falls 20 MHz below the input frequency, i.e.. 
when f , , — nf„, = 20 MHz. the loop stops searching 
and locks. Search and lock-on are normally completed in 
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Fig. 3. Network Analyzer con- 
cept follow* from network the- 
ory, as ex plained in text. 
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Fig. 4. Basic system used in Ami- 
\yter to achieve frequency trans- 
lation hx a sampling technique. 



SAMPLING 
QATt 



TUNED C 
GENERA 



IMMCM ,1 
ISO GME 
iTOP 



PHASE 

10CT 
BYSTfil 



SAMPIIW.'. 
GATE 



- DOC 



T 



SUBSTITUTION 
ATTENUATOR 



UMITEP 



- V < ■ I H — 



PHASE GAIN 
INDICA1CIP PIUGIN 

M*|nituo« 
Output 



IOG 



PHASE 
DEtECTOB 



OFFSET 



Lot IMAffini 
output 



Output 



about 20 /<s. The loop will remain locked for sweep rates 
as high as 220 GHz/sec (a rate corresponding to about 
30 sweeps per second over the highest frequency band. 
8 to 12.4 GHz). 

The IF signals reconstructed from the sampler outputs 
are both 20-MHz signals, but since frequency conversion 
is a linear process, these signals have the same relative 
amplitudes and phases as the microwave reference and 
test signals. Thus gain and phase information arc pre- 
served, and all signal processing and measurements take 
place at a constant frequency. 

Referring again to Fig. 4. the IF signals arc first ap- 
plied to a pair of matched AGC ( automatic gain control) 
amplifiers. The AGC amplifiers perform two functions: 
they keep the signal level in the reference channel con- 
stant, and they vary the gain in the test channel so that the 
test signal level does not change when variations com- 
mon to both channels occur. This action is equivalent to 
taking a ratio and removes the effects of power variations 
in the signal source, of frequency response characteristics 
common to both channels, and of similar common-mode 
variations. 

Before the signals are sent to the display unit, a second 
frequency conversion from 20 MHz to 278 kHz is per- 
formed. To obtain the desired dB and degree quantities, 
the phase-gain indicator plug-in display unit (Fig. 4) con- 
tains a linear phase detector and an analog logarithmic 
converter which is accurate over a 60 dB range of test 
signal amplitudes. Ratio (in dB) and relative phase can 
be read on the meter of the display unit if desired, but 
the plag-in also provides calibrated dc-coupled voltages 
proportional to gain (as a linear ratio or in dB) and phase 



for display on the vertical channels of an oscilloscope or 
X-Y recorder. If the horizontal input to the oscilloscope 
or recorder is a voltage proportional to frequency, the 
complete amplitude and phase response of the test device 
can be displayed. 

Polar Display Unit 

The Polar Display Unit (Fig. 5) converts polar quan- 
tities of magnitude and phase into a form suitable for 
display on a CRT. This is accomplished by using two 
balanced-modulator phase detectors. The phase of the 
test channel is shifted 90 with respect to the reference 
channel before being applied to the balanced modulator. 
The output of one modulator is proportional to A sin I). 
This signal is amplified and fed to the vertical plates of 
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Fig. 5. Block diagram of basic Pular Display Unit 
which converts p<>lar magnitude ami phase informa- 
tion to he presented on its self-contained CRT. 
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8740A 

the CRT. The output of the other modulator is propor- 
tional to A cos (l and this signal is applied to the hori- 
zontal plates of the CRT. Thus, the polar vector can be 
displayed in rectangular coordinates of an oscilloscope or 
an X-Y recorder. 

Transmission Measurements 

Fig. 6 illustrates the measurement of the transmission 
coefficients s. : and s, with the network analyzer. As 
explained on p. 13. these parameters are the forward and 
reverse transmission gain of the network when the output 
and input ports, respectively, are terminated in the refer- 
ence or characteristic impedances. Transmission meas- 
urements are used to determine bandwidth, gain, inser- 
tion loss, resonances, group delay, phase shift and distor- 
tion, etc. For these measurements a swept-frequency 
source provides an input to the transmission test unit, 
which consists of a power divider, a line stretcher and 
two fixed attenuators. The transmission test unit has two 
outputs, a reference channel and a test channel, which 
track each other closely in amplitude and phase from dc 
to 12.4 GHz. The device to be measured is inserted in 
the test channel, as shown in Fig. 6. Variations in the 
physical length of ttst devices can be compensated for by 
a mechanical extension of the reference channel of the 
test unit. Thus the magnitude and phase of the transmis- 
sion coefficient is measured with respect to a length of 
precision air-line. Of course gain- and phase-difference 
measurements between similar devices can also be made 
by inserting a device in each channel. Excess electrical 



length in the test device can be compensated for by the 
line stretcher which acts as an extension to the electrical 
length of the reference channel. 

Since the impedance lev els in both reference and test 
channels are 50 ohms, the ratio of the voltage magnitudes 
applied to the test and reference channels of the harmonic 
frequency converter is proportional to the insertion gain 
(or loss), s. or s..,. of the device with respect to the ref- 
erence impedance 50 ohms. The phase between these 
voltages is likewise the insertion phase shift. When inser- 
tion parameters are being measured, the quantities of 
greatest interest are a logarithmic measure of gain (dB) 
and transfer phase shift. To obtain these quantities, the 
network analyzer is used with the phase-gain indicator 
plug-in. 

Reflection Measurements 

Complex reflection coefficient, admittance, and imped- 
ance measurements are made using the set-up shown in 
Fig. 7. In this case the signal from the swept-frequency 
source drives a reflection test unit consisting of a dual 
directional coupler and a line stretcher. Only two reflec- 
tion test units are needed to cover the analyzer's entire 
frequency range — one for frequencies between 0. 1 1 
and 2.0 GHz. and one for frequencies from 2.0 to 12.4 
GHz. 

For reflection measurements, the polar display plug-in 
with its built-in internal-graticule (parallax-free) CRT is 
most convenient. A Smith chart overlay for this display 
converts reflection coefficients directly to impedance or 
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Fig. 7. Block diagram of reflec- 
tion (impedance) leu willi new 
Selwork Analyzer. 
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Fig. K. Model SI 40 A Transmis- 
sion Test Unit or Models 874 I A 
and 1742 A Reflection Test Units 
contain thenilibrated line stretch- 
ers, attenuators, ami directional 
COUpletS needed for network 

analysis, 




admittance. The line stretchers within the test units allow 
the plane at which the measurement is made to be ex- 
tended past the connector to the unknown device. Thus 
the Smith Chart display can reveal the impedance or 
admittance within the test device as frequency is varied 
Without the necessity of graphical manipulations of data 
plotted on a Smith chart. Seeing the impedance locus of 
a device over an octave-wide frequency range plotted on 
this display and watching it change as a tuning adjust- 
ment or some other condition is varied is truly an impres- 
sive experience for anyone who has ever had to use older 
methods. 

Design considerations 

In designing the new analyzer and in achieving some 
of its performance characteristics, several interesting cir- 
cuit innovations were devised. Space limitations preclude 
a detailed treatment, but a summary of some of the salient 
innovations is given below. 

a. A wide-band phase-lock loop was designed to en- 
able the system to sweep rapidly. Maximum sweep 
rate, which is determined by the loop bandwidth, is 
about 220 GHz per second. 

b. A voltage-controlled oscillator was devised to per- 
mit the harmonic frequency converter to tune 
over more than an octave in frequency (Fig. 9). 
With the varactors in Fig. 9 connected to the emit- 
ters, the voltage swings are small, permitting a low 
dc bias voltage to be used to get a large value of 
capacitance. Since the oscillator period is propor- 
tional to the varactor capacitance, a large tuning 
range results. 

c. The fast voltage-step needed to obtain fast sampling 
in the harmonic frequency converter is initiated 
in a step-recovery diode that operates in a 25-ohm 
line. To obtain a step of adequate voltage to accom- 
modate the external sampled signal, it is necessary 
to drive this diode with substantial current. The cur- 
rent is provided by the basic power amplifier shown 
in Fig. 10. The amplifier follows the local oscillator 
and consists of emitter followers in a binary tree 
configuration. Each of the four output transistors 
supplies nearly 200 mA pcak-to-peak over the range 



from 60 to 150 MHz. 

d. In the IF circuits of the signal and reference chan- 
nels of the main part of the analyzer. AGC action is 
required but with small relative amplitude and phase 
change between channels. To achieve this, AGC 
amplifiers were devised which remove up to 20 dB 
of power variation while giving less than I dB of 
differential amplitude change and less than about 
2 of differential phase change. AGC action is ob- 
tained from the currenl-dependent incremental im- 
pedance characteristic of a silicon diode. 

e. Amplitude and phase change in the phase/gain in- 
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Fig. 9. Emitter-coupled multivibrator is used for voltage- 
controlled local oscillator. Tuning range is 60-150 MHz. 




Fig. 10. Wide-band power amplifier provides at least 0.75 
amp p-p over frequency range of 60-150 MHz. 
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Fig. ii. Limiting amplifier with two transistors switching 
total current l. Output voltage is dependent only on V . 

and R. 




(a) (b) 
Fig. 12(a). Equivalent configuration of power divider and 
AGC amplifiers for calculating ratio. 12(b). Simplified 
equivalent with resultant zero-impedance source V. 



ilicator unit were reduced by using a scries of lim- 
ilers of the type shown in Fig. 1 1 . To prevent added 
delay when the amplifier starts to limit, the transis- 
tors are cut off but not allowed to saturate. A single 
limiter exhibits less than 1" of phase shift when 
passing from linear operation to limiting. Output 
voltage is dependent only on V. and R. 

f. A major engineering contribution occurred in the 
form of two wide-band directional couplers used in 
the reflection test units. The couplers have 30 to 
40 dB of directivity over their frequency ranges of 
0. 1 to 2 GHz and 2 to 12.4 GHz. This represents a 
combination of performance characteristics hereto- 
fore unattainable. 

g. Normally, a power divider operates with its three 
ports matched. In the transmission test unit a pre- 
cision power divider was devised which operates 
with the source port matched but with the output 
ports mismatched. The ratio calculation performed 
by the AGC amplifiers (Fig. 12a) has the effect of 
making V a low-impedance source, so that the two 
channels do not interact with each other. If Z, and 
Z, in Fig. 12(b) are made equal to Z,. standing 
waves are not present. 
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Fig. 13(a). Phase and vain responses typical of Net- 
work Analyzer between I Oil; and 2 GHz: Ana- 
lyzer is accurate within ±0.1 dB and 1.0° in swept 
measurements. Accuracy in single-frequency meas- 
urements is better, (b). Phase and gain responses 
typical of Network Analyzer between 4 GHz and K 
GHz. 



Performance 

Typical measurement accuracies for the l-to-2-GHz 
frequency range arc shown in Fig. 13(a) which is a plot 
of the network analyzer's amplitude and phase responses 
over this range. Gain and phase measurements accurate 
within ±0.1 dB and ± I appear reasonable for swept 
measurements. For single-frequency measurements, the 
accuracy is much better — comparable to that of stand- 
ards-laboratory instruments. 

Fig. 13(b) shows the amplitude and phase responses of 
the analyzer from 4 GHz to 8 GHz. The slightly-reduced 
calibration accuracy apparent in Fig. 13(b) can be attrib- 
uted principally to the increased reflection coefficient of 
the harmonic frequency converter (wideband sampler) 
at higher frequencies. 

Phase errors caused by changes in the amplitude of the 
signal in the test channel are shown in Fig. 14. Greatest 
accuracy in phase measurements is obtained for signal 
levels within :r20 dB of mid-range. In this range, phase 
ambiguities arc less than ~ 1 . 

Fig. 15 shows the gain and phase stability of the net- 
work analyzer. Over a period of six hours, total drift did 
not exceed 0.05 dB and 0,2 under normal room-tem- 
perature variations. 

Gain and phase accuracies at low signal levels are 
limited by the signal-to-noise ratio at the output of the 
harmonic frequency converter. Noise in the test channel 
is below —80 dBm. which means that accurate measure- 
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merits can be made for test-channel amplitudes down to 
— 70 dBm or less. 

More typical measured data are presented in the s-pa- 
ramcter article (p. 13). 
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Fig. 14. Phase errors caused by changes in ampli- 
tude of signal In lest channel are typically very 
small. Ambiguity is less than -izl' for signals within 
±20 dB of mid-range. 
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Fig. 15. Typical gain anil phase \tahility oj Network 
Analvzer. Total drift under normal room-tempera- 
ture variations over sit -hour period «■«< <«.r7J dB 
and <OJ'. 




Richard W. Anderson 



Dick Anderson joined the 
-hp- Microwave Division in 
1959 after receiving his 
BSEE degree from Utah 
State University. He has con- 
tributed to the development of a variety of microwave 
instruments and devices, and he is now manager of the 
network analyzers section of the -hp- Microwave Lab- 
oratory. In 1963 he received his MS degree in electrical 
engineering from Stanford University on the -rip- Honors 
Cooperative Program. 

Dick is active in the IEEE Group on Microwave Theory 
and Techniques. He holds several patents and has pub- 
lished a number of technical papers, his most recent 
being Sampler Based Instruments for Complex Signal 
and Network Analysis.' presented al WESCON 1966. 
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Ted received his BSEE degree in 1960 from Utah State 
University and his MSEE degree in 1964 from the Uni- 
versity of Santa Clara. At Santa Clara, he specialized in 
control systems and solid-state design. Ted is a member 
of IEEE, Sigma Tau, and Phi Kappa Phi 



9 



© Copr. 1949-1998 Hewlett-Packard Co. 



Condensed 
SPECIFICATIONS 

-hp- 

841 OA Network Analyzer 
(Operating with 8411 A) 
INSTRUMENT TYPE: Measures relative amplitude and 

phaso ol two RF input signals, choico of two plug-in 

display modules for metor readout (8413AI. or CRT 

polar display I8414AI. 
FREQUENCY RANGE: 0.11 10 tJ-4 GHz. 
TUNING: Automatic over octave band selected t>y 

front panel switch. 
SWEPT OPERATION: Sweeps in octave bands, apply 

sweep reference voltage for fast swoep operation 

(compatible with sweep reference oul of Model 

8690A Swoeo Oscillators) 
INPUT IMPEDANCE: SOli. SWR 1.4 to S GHz. «. 

2.0 1o 12 4 GHz; connectors precision 7mm coax 
CHANNEL ISOLATION: >70 dB, 0.11 to 6.0 GHz; >60 

dB. to 12.4 GHz. 

AMPLITUDE 
INPUT POWER RANGE: 

REFERENCE CHANNEL: -20 to -40 dBm (-4 
dBmi 

TEST CHANNEL. -10 I '.2) dBm maximum Not to 
exceed reference channel power by more than 10 
dB. 

DYNAMIC RANGE: 

REFERENCE CHANNEL: 20 dB or more 
TEST CHANNEL: Al least 60 08 

TEST CHANNEL NOISE: Less than 78 dBm equiva- 
lent input nolso imeasured on B413A Meterl 

AMPLITUDE CONTROL: Adjusts gain ol test channel 
relative lo reference channel. 

RANGE. 69 dB total in 10 and l dB steps, vornier 
provides continuous adjustment over at least 
2 dB 

ACCURACY: ± 0.1 dB per 10 dB step, not lo exceed 
£ 0.2 dB cumulative. - 0 05 dB per I dB step 
not to exceed ■ 0 1 rtB cumulative 

GENERAL 

PHASE CONTROL: Vernier provides continuous phase 
roference adjustment over at least 90". 

OUTPUTS: Two rear panel auxiliary outputs provide 
278 KHz IF signals, outputs may be used tor signal 
analysis, special applications, and convenient tost 
points: modulation bandwidth nominally 10 kHz 

-hp- 

8413A PHASE-GAIN INDICATOR 
(Installed in 8410A) 

INSTRUMENT TYPE: Plug-in Meier display unit lor 
S410A. Displays relative amplitude in dB between 
reference and tosl channel Inputs or relative phase 
in degrees. Pushbutton selection of meter function 
and range 



AMPLITUDE 
RANGE: | 30. 10 and 3 dB full scalo. 
ACCURACY: ± 3% ol end scale 

LOG OUTPUT: 50 millivolts per dB up lo 60 aB total: 
Dondwidth 10 kHz nominal depending on signal 
level; source Impedance 1 k0] accuracy. z3% of 
reading, 

LINEAR OUTPUT treat panel): 0 lo 1 V maximum. 10 

kHz bandwtdlh. 200V source impedance 
MAXIMUM DRIFT: 

LOG - " 0 I dB per degree C 
LINEAR; < ~5 mV per degree C. 

PHASE 

RANGE: 180. 60. 16. 6 degrees lull scalo 
ACCURACY: * 2»- ol end seal*. 

OUTPUT: 10 millivolts per degree. 10 kHz bandwidth; 
i Ml source Impedance Accuracy - 2% of reading. 

MAXIMUM DRIFT: - 0 2 degree per degree C. 

PHASE OFFSET: - 180 degrees in 10 degree steps 

ACCURACY: | 0 3 degree per 10 degree step, not to 
exceed ~ 1 5 degrees cumulative 

PHASE RESPONSE VERSUS SIGNAL AMPLITUDE: 
4 degrees maximum phase change lor 60 dB ampli- 
tude change in last channel. 

8414A POLAR DISPLAY 
(Installed in 8410A) 

INSTRUMENT TYPE: Plug-in CRT display unit lor 
641QA Displays amplitude and phaso data in polar 
coordinates on 6" cathode ray tube 

RANGE: Normalized polar coordinate display magni- 
tude calibration 20% of lull scale per division. 
Scale factor is a function or GAIN setting on 8*10A 
Maximum scale factor is 3.16 decreasing to al least 
0.0316; phase calibrated m 10* increments over 
360" range 

ACCURACY: Error circle on CRT <3 mm radius 

OUTPUTS: Two dc outputs provide horizontal and ver- 
tical components ot polar Quantity Maximum output 
r10 volts. <t0QQ sourco impedance bandwidth 
(3 dB) 10 kHz. 

DRIFT, Beam center drift. 0.2 mm/'C Measure- 
ment drill, amplitude less than 2% of readmg/'C. 
phaso loss than 0 2*/*C. Auxiliary outputs. < ' 10 
mV degree C 

BEAM CENTER: Pressing BEAM CENTER simulates 
zero-signal input lo lest channel. Allows convenient 
beam position adiustment for reference 

GENERAL 

CRT; 5 Inch, 5 kV post accelerator tube with P-2 
phosphor, internal polar graticule 

MARKER INPUT (roar panolr Accepts frequency 
matter output pulse from -hp- 8690-Sehes and 
690-Senes Sweep Oscillators, -5 volts peak. Mark- 
ers displayed as intensified dot on CRT display 

BLANKING INPUT (rear panel) Accepts -6 vol! 
blanking pulse from -hp- 8690-Sories and 690- 
Senes Sweep Oscillators to blank retrace during 
swept operation. 



BACKGROUND ILLUMINATION: Controls intensity of 
CRT background illumination lor photography Ellnv 
inates need lor ultraviolet light source In oscillo- 
scope camera whon photographing Internal grati- 
cule. 

-*»>- 

B740A TRANSMISSION 
TEST UNIT 

INSTRUMENT TYPE: RF powor splitter and calibrated 
line stretcher tor convenient transmission tests with 
B410A Provides reference and test channel RF out- 
puts for connection to unknown device and the 
841 lA Convener 

FREQUENCY RANGE: dc to 12.4 GHz. 

FREQUENCY RESPONSE: Relerence and tost channel 
outputs track a mean value within -0.5 dB ampli- 
tude and '3 degrees phase to 8.0 GHz: —0 75 dB 
and ~5 degrees to 12.4 GHz (includes Irequency 
response of 8411A Converter). 

OUTPUT IMPEDANCE: 50 ohms, refteolion coefficient 
0.07 (1.15 SWR. 23 dB return lossl dc lo 8 GHz; 
0.11 (1 25 SWR, 19 dB return lossl 8.0 10 12 4 GHz. 

REFERENCE PLANE EXTENSION: 
Electrical. 0 lo 30 centimeters. 
Mechanical; 0 to 10 centimeters. 
Both extensions calibrated by digital indicators. 

-tip- 
8741 A AND 8742A 
REFLECTION TEST UNITS 

INSTRUMENT TYPE: Wideband rellectomelor. phase- 
balanced for swept or spot frequency impedance 
tests with 8410A. Calibrated variable reference 
plane 

FREQUENCY RANGE: 0 11 lo 2 0 GHz (8741A): 2.0 lo 
12 4 GHz I8742A) 

FREOUENCY RESPONSE: Incident ond rolloctod out- 
puts from rerioctomefer track a mean value within 
t0.5 dB amplitude, r-3 degrees phase (8741A1 
~0 7S dB *5 degrees over any octave (8742A) 
(Includes Irequency response ot 8411A Convener! 

IMPEDANCE: 50 ohms 

RESIDUAL REFLECTION COEFFICIENT: <001. 0.11 
10 1 0 GHz: <0.02- 1.0 10 2.0 GHz (8741 A); <0.03. 
2.0 lo 12 4 GHz (8742A) 

REFERENCE PLANE EXTENSION: 0 to 15 cm (8741A). 
0 to 17 cm IB742A). calibrated by digital dial Indi- 
cator. 

PRICES: 8410A 51700 841 1A 52200; 8413A $825. 
8414A 5825; B740A (1100 . 8741A and 8742A leu 
than S1500 each. 

MANUFACTURING DIVISION: 

— /ip— Microwave Division 
1501 Page Mill Road 
Palo Alio California 94304 

Prices ' o.o. facfory 
Dara suo/ecf fo change without notice 
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The Engineer, Automated Network 
Analysis and the Computer - 
Signs of Things to Come 



Three new developments hold exciting possibili- 
ties for microwave measurement and design. The 
new developments referred to arc the Network Analyzer 
(p. 2). the new design procedures using scattering param- 
eters (p. 13). and an unusual new instrumentation com- 
puter recently developed by the -hp- Dymec division. 
The Analyzer and the s-parameter design procedures are 
new tools that can logically and analytically solve prob- 
lems that until now had to be attacked empirically. The 
instrumentation computer can magnify the power and 
potential of these tools manyfold. Combined as tomor- 
row's instrument system, they offer the microwave engi- 
neer capabilities he has never had before. 

To show the implications for other future instrumen- 
tation systems, we will trace the history of these three 
developments in our laboratory and look at the prototype 
system evolving therefrom. 

The Network Analyzer project started several years 
ago with some basic ideas fortified by intuition but with 
little information about the increasing importance of its 
applications. During the course of the Analyzer project, 
the development of a related instrument, the RF Vector 
Voltmeter.' was completed, and several of our engineers 
found thai with it their efforts to advance high-frequency 
solid-state circuit performance were helped by using the 
scattering-parameter characterization of the active de- 
vices. The scattering-parameter design procedures- 
evolved from these first measurements. 

After a time, when the first prototypes of the new 
Network Analyzer were completed, they were pressed 
into service measuring active devices in chip form and 
thin-film components for our hybrid microcircuits. These 
measurements were coupled with the newly-evolved de- 
sign procedures and resulted in several important ad- 
vances in high-frequency integrated circuits. 

As the s-paramctcr design techniques were applied to 
increasingly difficult problems, it became apparent that 

1 Fritz K. Weinerl. 'The HF Vector Voltmeter — or Important New Instrument lor 
Amplilude and Phase Measurements Iron 1 MHr |g 1000 MHi.' 'Hewlett Packard 
Journal,' Vol. 17. No. 9. Way. 1966. 

•George E. Bodway. 'two-Port Power flow Analysis ol linear Active Circuits Using the 
Generalized Scattering Parameters,' Hewlett Packard Company Internal Report. 



the design calculations and transformations could be 
carried out to advantage by computer. Programs were 
developed on the B-5500 computer at the nearby Stan- 
ford Computational Center used by our engineers. The 
results were quite rewarding. Later, when a computer 
time-share terminal was installed in the lab, several 
shorter programs were written and we found that the 
direct link between the computer and the engineer offered 
many advantages. 

Computerized HF Transistor Measurement 

The next step was obvious: as we began to think about 
using the newly developed instrumentation computer, we 
became more and more enthusiastic about the possi- 
bilities of combining the three developments. These 
concepts have grown until we are now evaluating the 
prototype system shown in the diagram. The prototype 
system consists of a 0.1 to 2 Ge programmable source, 
the 8410 Network Analyzer system, a prototype trans- 
ducer instrument for transistor parameter measurement, 
programmable transistor bias supplies and the 2116 
Instrumentation Computer. The computer controls all 
the conditions of measurements including test frequency, 
transistor bias, and the parameter to be measured. The 
transistor itself is inserted in a removable fixture which 
can be adapted to any transistor package configuration. 
The 84 10 Network Analyzer reads into the computer 
through a digital voltmeter. 

A not insignificant advantage of the use of a computer 
in this system is the capability to correct measurement 
errors. The system is first calibrated with unity and zero 
s-paramctcr standards. The computer calculates and 
stores the error vector for each frequency and as the 
data is taken it subtracts out these values. The accuracy 
anil dynamic range of measurement are greatly improved 
by this procedure. 

In operation the engineer can select one or a number 
of frequencies and bias conditions arid can ask the com- 
puter to do a variety of operations such as: 

1 . Measure and correct the s-parameters. 

2. Convert to h. y. or z-parametcrs. 
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3. Calculate maximum available power gain G A , 1UU . 

4. Calculate the terminal conditions to achieve G 

5. Find gain-bandwidth product f,. 

6. Find maximum frequency of oscillation i miX . 

7. Find the biases for maximum f. and for f„ mI . 

The engineer communicates with the system through 
a typewriter and the computer control panel. 

The programs are being improved to incorporate addi- 
tional design analysis calculations and eventually some- 



Paul C. Ely, Jr. 
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network synthesis operations. Several other organizations 
are working on computer-aided circuit design for high 
frequency applications. Bell Telephone Laboratories and 
Texas Instruments, for example, have particularly signifi- 
cant efforts in these areas. We can look for many ad- 
vances in the design and synthesis techniques as this 
work proceeds. However, the concept as it has been 
developing at HP is somewhat unusual in that the experi- 
mental measurements, and the design compulations are 
combined in one on-line system controlled directly by 
the engineer. The man-machine communication is in the 
normal language the engineer uses to solve these prob- 
lems. 

Future Measurement Systems 

The possibilities for this instrument system to add 
significantly to the power of our engineers arc impressive. 
But beyond the value of this particular system are the 
implications for the whole field of high frequency instru- 
mentation. It is easy to imagine a number of measure- 
ment systems using the on-line computer to provide new 
and valuable capabilities. The computer and the rest of 
the system combine to form a new instrument of greatly 
magnified capabilities, particularly if the man-machine 
interface is also designed for the specific function of this 
new instrument. We can look for several levels of micro- 
wave instrumentation systems: some will just control the 
measurement and perhaps correct the data; others will 
go on to analyze the data: the most sophisticated will 
carry on from the analysis into synthesis operations. 

These beguiling concepts offer the opportunities for 
many new contributions in instrumentation developments 
at Hewlett-Packard and our engineers are approaching 
these opportunities with enthusiasm. 

- Paul C. Ely. Jr. 
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S-Parameter Techniques for Faster, 
More Accurate Network Design 



IINEAK NETWORKS. OK NONLINEAR NETWORKS Operating 
_j with signals sufficiently small to cause the networks to 
respond in a linear manner, can be completely characterized 
by parameters measured at the network terminals (ports) 
without regard to the contents of the networks. Once the 
parameters of a network have been determined, its behavior 
in any external environment can be predicted, again without 
regard to the specific contents of the network. The new 
microwave network analyzer described in the article be- 
ginning on p. 2 characterizes networks by measuring one 
kind of parameters, the scattering parameters, or s-param- 
eters. 

S-parameters are being used more and more in microwave 
design because they are easier to measure and work with at 
high frequencies than other kinds of parameters. They are 
conceptually simple, analytically convenient, and capable 
of providing a surprising degree of insight into a measure- 
ment or design problem. For these reasons, manufacturers 
of high-frequency transistors and other solid-state devices are 
finding it more meaningful to specify their products in terms 
of s-parameters than in any other way. How s-parameters 
can simplify microwave design problems, and how a designer 
can best take advantage of their abilities, arc described in 
this article. 

Two-Port Network Theory 

Although a network may have any number of ports, net- 
work parameters can be explained most easily by consider- 
ing a network with only two ports, an input port and an 
output port, like the network shown in Fig. l.To characterize 
the performance of such a network, any of several parameter 
sets can be used, each of which has certain advantages. 

Each parameter set is related to a set of four variables 
associated w ith the two-port model. Two of these variables 
represent the excitation of the network (independent vari- 
ables), and the remaining two represent the response of the 
network to the excitation (dependent variables). If the net- 
work of Fig. 1 is excited by voltage sources V, and V . the 



network currents I, and I, will be related by the following 
equations (assuming the network behaves linearly): 

I, = y,,V, +y„V L . (1) 
I; = y„V, + y„V, (2) 

In this case, with port voltages selected as independent 
variables and port currents taken as dependent variables, the 
relating parameters are called short-circuit admittance 
parameters, or y-parameters. In the absence of additional 
information, lour measurements are required to determine 
the four parameters y M . y„, y v: . and yv.. Each measurement 
is made with one port of the network excited by a voltage 
source while the other port is short circuited. For example, 
y ,. the forward transadmittance. is the ratio of the current 
at port 2 to the voltage at port I w ith port 2 short circuited 
as shown in equation 3. 

y a . = -k < 3 > 

V, V . — 0 (output short circuited i 

If other independent and dependent variables had been 
chosen, the network would have been described, as before, 
by two linear equations similar to equations I and 2. except 
that the variables and the parameters describing their rela- 
tionships would be dilferent. However, all parameter sets 
contain the same information about a network, and it is 
always possible to calculate any set in terms of any other set. 




Fig. 1. General iwu-purl network. 
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S-Parameters 

The ease with which scattering parameters can be meas- 
ured makes them especially well suited for describing tran- 
sistors and other active devices. Measuring most other 
parameters calls for the input and output of the device to be 
successively opened and short circuited. This is difficult to 
do even at RF frequencies where lead inductance and capaci- 
tance make short and open circuits difficult to obtain. At 
higher frequencies these measurements typically require 
tuning stubs, separately adjusted at each measurement fre- 
quency, to reflect short or open circuit conditions to the 
device terminals. Not only is this inconvenient and tedious, 
but a tuning stub shunting the input or output may cause a 
transistor to oscillate, making the measurement difficult and 
invalid. S-parameters. on the other hand, are usually meas- 
ured with the device imbedded between a 50IJ load and 
source, and there is very little chance for oscillations to 
occur. 

Another important advantage of s-parameters stems from 
the fact that traveling waves, unlike terminal voltages and 
currents, do not vary in magnitude at points along a lossless 
transmission line. This means that scattering parameters can 
be measured on a device located at some distance from the 
measurement transducers, provided that the measuring de- 
vice and the transducers are connected by low-loss trans- 
mission lines. 

Generalized scattering parameters have been defined by 
K. Kurokawa/ These parameters describe the interrelation- 
ships of a new set of variables (a,, h,). The variables a, and 
b, are normalized complex voltage waves incident on and 
reflected from the i ,!l port of the network. They are defined 
in terms of the terminal voltage V,. the terminal current I,, 
and an arbitrary reference impedance Z,. as follows 

1 K. Kurokawa, 'Power Waves and tne Scattering Malm,' IEEE Transactions on Micro- 
wave Theory ana Techniques. Vol. MTT-13, No. 2, March, 1965. 



a, = 



_ v, +z,i, 

2 V Ke Zi 



(41 



(5) 



2VReZ,| 

where the asterisk denotes the complex conjugate. 

For most measurements and calculations it is convenient 
to assume that the reference impedance Z, is positive and 
real. For the remainder of this article, then, all variables and 
parameters will be referenced to a single positive real imped- 
ance Z„. 

The wave functions used to define s-parameters for a two- 
port network are shown in Fig. 2. The independent variables 
a, and a ; . are normalized incident voltages, as follows: 



. V, + I,Z„ 

a '~^2^ 



voltage wave incident on port I 

_ v., 



(6) 



a., = 



V... + I.,Z„ _ voltage wave incident on port 2 



2\/z" 



VZ, 



>/zT. 



Dependent variables h, and h.. are normalized reflected 
voltages: 

voltage wave reflected (or 
h _ V, — I,Z„ _ emanating) from port 1 _ V, . .„, 

1_ \m ""m 



voltage wave reflected (or 
r _ V. — I..Z,. emanating) from por t 2 \, 

2 2Vz" " yf% " 7T { > 




Fig. 2. Two-port network showing incident <a„ a : ) and 
reflected (b,, b.) waves used in s-parameter definitions. 



The linear equations describing the two-port network are 
then: 



b, = s,,a, + s^a. 
b, = s„a, + s^ja-j 
The s-parameters s,„ s 3J , S, u and s r . are: 



s,, = 



s,., = 



a.. 



= Input reflection coefficient with 
a_ = 0 the output port terminated by a 
matched load (Z, = Z„ sets 
a. = 0). 



= Output reflection coefficient 
ja, = ti with the input terminated by a 
matched load (Z s = Z.. and 

V s = 0). 



(ID 



Il2l 



(13) 
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hi = 



= Forward transmission (insertion) 
gain with the output port (14) 
terminated in a matched load. 




Fig. 3. Flow graph of network of Fig. 2. 



This relationship between reflection coefficient and imped- 
ance is the basis of the Smith Chart transmission-line calcu- 
lator. Consequently, the reflection coefficients s u and s ; ,.. 
can he plotted on Smith charts, converted directly to imped- 
ance, and easily manipulated to determine matching net- 
works for optimizing a circuit design. 

The above equations show one of the important advan- 
tages of s-parameters, namely that they are simply gains and 
reflection coefficients, both familiar quantities to engineers. 
By comparison, some of the y-parameters described earlier 
in this article are not so familiar. For example, the y-param- 
eter corresponding to insertion gain s-., is the 'forward trans- 
admittance' >_., given by equation 3. Clearly, insertion gain 
gives by far the greater insight into the operation of the 
network. 

Another advantage of s-parameters springs from the sim- 
ple relationships between the variables a,, a^, b,, and b.,. and 
various power waves: 



Hence s-parameters are simply related to power gain and 
mismatch loss, quantities which are often of more interest 
than the corresponding voltage functions: 

, , 2 _ Power reflected from the network input 
11 — Power incident on the network input 

> .. _ Power reflected from the network output 
Power incident on the network output 

Power delivered to a Z., load 

|s-,p = 

Power available Irom Z„ source 

= Transducer power gain with Z. , load and source 



a I = Power incident on the input of the network. 
— Power available from a source of impedance Z „. 



a_ - = Power incident on the output of the network. 
= Power reflected from the load. 



b,l- = Power reflected from the input port of the network. 
- Power available from a Z„ source minus the power 
delivered to the input of the network. 



h J = Power reflected or emanating from the output of the 
network. 
= Power incident on the load. 
= Power that would be delivered to a Z , load. 



s,J ; = Reverse transducer power gain with Z„ load and 
source. 



Network Calculations with Scattering Parameters 

Scattering parameters turn out to be particularly conven- 
ient in many network calculations. This is especially true for 
power and power gain calculations. The transfer parameters 
$ u and s_.. are a measure of the complex insertion gain, and 
the driving point parameters s„ and s : _. are a measure of the 
input and output mismatch loss. As dimensionless expres- 
sions of gain and reflection, the parameters not only give a 
clear and meaningful physical intetpretation of the network 
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performance but also form a natural set of parameters for 
use with signal flow graphs'-' 1 . Of course, it is not necessary 
to use signal flow graphs in order to use s-parameters, but 
flow graphs make s-parameter calculations extremely simple, 
and I recommend them very strongly. Flow graphs will be 
used in the examples that follow. 

In a signal flow graph each port is represented by two 
nodes. Node a„ represents the wave coming into the device 
from another device at port n and node b r , represents the 
wave leaving the device at port n. The complex scattering 
coefficients are then represented as multipliers on branches 
connecting the nodes within the network and in adjacent 
networks. Fig. 3 is the flow graph representation of the 
system of Fig. 2. 

Fig. 3 shows that if the load reflection coefficient 1',, is 
zero (Z,. = Z„) there is only one path connecting b, to a, 
(flow graph rules prohibit signal flow against the forward 
direction of a branch arrow). This confirms the definition 
of s,,: 



Using scattering parameter flow-graphs and the non-touch- 
ing loop rule, it is easy 10 calculate the transducer power 
gain with arbitrary load and source. In the following equa- 
tions the load and source are described by their reflection 
coefficients I',. and r s , respectively, referenced to the real 
characteristic impedance Z„. 



Transducer power gain 

Power delivered to the load 



G T 
P, 



_ P,. 



Power available from the source 
Plincident on load) — Plreflected from load) 

|b 3 | J (l- |r L | 2 ) 

b s ; 



(l - |r B | 2 ) 



G T = 



b., I* 



(1 - - |r L |=) 



S,i = 



_ b, 



a, 



a 3 = r, b, - 0 



The simplification of network analysis by flow graphs re- 
sults from the application of the "non-touching loop rule!' 
This rule applies a generalized formula to determine the 
transfer function between any two nodes within a complex 
system. The non-touching loop rule is explained in foot- 
note 4. 

• I. K. Hunton, 'Analyst! of Microwave Measurement Techniques by Means of Signal 
Flow Graphs,' IRE Transactions on Microwave Theory and Techniques, Vol. MTT-8. 
No. 2, March, 1960. 

' N. Kuhn, 'Simplified Signal Flow Graph Analysis," Microwave Journal, Vol. 6, No II, 
Nov.. 1963. 



The nontouchmg loop rule provides a simple method for writing the solution 
of any flow graph by inspection. The solution T (the ratio of the output variable 
to the input variable) Is 



ET.4, 
k 



T = - 



where T, = path gam of the It* forward path 

A = 1 — (sum of all Individual loop gams) 4- (sum of the loop gam 
products of all possible combinations of two nontouchmg loops) 
— (sum of the loop gam products of all possible combinations 
of three nontouchmg loops) -t- 

A, = The value of A not touching the k n forward path. 

A path is a continuous succession of branches, and a forward path is a path 
connecting the input node to the output node, where no node is encountered 
more than once. Path gam is the product of all the branch multipliers along the 
path. A loop Is a path which originates and terminates on the same node, no 
node being encountered more than once Loop gam is the product of the branch 
multipliers around the loop. 

For enample. in Fig. 3 there is only one forward path from b, to b, and its 
gain is s„. Tnere are two paths from bj to b,; their path gams are s,,s,.r L and 
s„ respectively. There are tnree individual loops, only one combination of two 
nontouchmg loops, and no combinations of three or more nontouching loops; 
therefore, the value of A for tn,s network is 

a = i - is,, r, + s,, s„ p, r, + !„ ry + (s„ s„ e t iy. 

The transfer function from b s to 0, is therefore 
», _ 



Using the non-touching loop rule. 

b~ s., 



b s I — «« r s — in '*!. — s ;i s u r L r s + Sll r s s^. r,_ 

5;^ 

(I - s» r s ) (1 - s« r L ) - s 31 s,. i\ r. 



[1 - s„ r s ) (l - s... rj - S..S,.. r L r 8 |- 



(ISl 



Two other parameters of interest are: 

1 1 Input reflection coefficient with the output termination 
arbitrary and Z s = Z,- 

, _ b, _ s„(l -s :i ,r L ) + s ; ,Si;,r,, 

» 11 — — — 



1 - s» i\ 

— s 4- 5 -' 8 n r i. 



(19) 



2) Voltage gain with arbitrary source and load impedances 

A v =^- V, =(a, + b,) VZ„ = V„ + V r , 

V, = (a, + VT, } = V,,. + V r: 

a . = 1',. b s 

b, = s' n a, 



A v = 



_ b.(l + I',,) 



s„(l ± VQ 



a, (1 +s',,) (1 ~s,,r L )0 + s'„) 



(20) 



On p. 23 is a table of formulas for calculating many 
often-used network functions (power gains, driving point 
characteristics, etc.) in terms of scattering parameters. Also 
included in the table are conversion formulas between 
s-parameters and h-. y-. and z-parameters. which are other 
parameter sets used very often for specifying transistors at 
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1700 MHz 



100 MHz 



Fig. 4. S parameters oj transistor 
in common-emitter configuration, meas- 
ured by -hp- Model H410A Network 
Analyzer, (ai >,,. Outermost circle on 
Smith Churl overlay corresponds to ]su| = 
l. (b) s !t . Scale factor same as (a), (c) s u . 
(d) s-i. (c) Sj, With line stretcher adjusted t" 
remove linear phase shift above 500 MHz. 





100 MHz 



1700 MHz 



(a) 



(b) 




lOdB/cm 



-30 8B 



-110° 



loo .:su 

MHz 50° /cm 




10 dB/cm 



OdB 



-160' 



100 . %n 

MHz 50° /cm 




(c) m 

lower frequencies. Two important figures of merit used for 
comparing transistors, f, and f ,,,„,. are also given, and their 
relationship to s-parameters is indicated. 

Amplifier Design Using Scattering Parameters 

The remainder of this article will show by several examples 
how s-parameters arc used in the design of transistor ampli- 
fiers and oscillators. To keep the discussion from becoming 
bogged down in extraneous details, the emphasis in these 
examples will he on s-parameter design methods, and mathe- 
matical manipulations will be omitted wherever possible. 

Measurement of S-Parameters 

Most design problems will begin with a tentative selection 
of a device and the measurement of its s-parameters. Fig. 4 
is a set of oscillograms containing complete s-parameter data 
for a 2N3478 transistor in the common-emitter configura- 
tion. These oscillograms are the results of swept-frequency 
measurements made with the new microwave network ana- 
lyzer described elsewhere in this issue. They represent the 
actual s-parameters of this transistor between 101) MHz and 
1700 MHz. 

In Fig. 5. the magnitude of s.., from Fig. 4(d) is replotted 
on a logarithmic frequency scale, along with additional data 
on s 21 below 100 MHz. measured with a vector voltmeter 
The magnitude of s , is essentially constant to 125 MHz, 
and then rolls off at a slope of 6 dB octave. The phase angle 



OdB 



-90 



(e) 

of Say seen m F'S- 4 ' t ' 1 ' var ' es linearly with frequency 
above about 500 MHz. By adjusting a calibrated line 
Stretcher in the network analyzer, a compensating linear 
phase shift was introduced, and the phase curve of Fig. 4(e) 
resulted. To go from the phase curve of Fig. 4(d) to that of 
Fig. 4(e) required 3.35 cm of line, equivalent to a pure time 
delay of 1 1 2 picoseconds. 

After removal of the constant-delay, or linear-phase, com- 
ponent, the phase angle of s. ;1 for this transistor [Fig. 4(e)] 
varies from 0" at dc to —90* at high frequencies, passing 
through —45° at 125 MHz, the — 3 dB point of the magni- 
tude curve. In other words. s ; . behaves like a single pole in 
the frequency domain, and it is possible to write a closed 
expression for it. This expression is 



where T, = 112 ps 

u = 2=-f 

<-„ = 2- X 125 MHz 

v.,,, = 11.2 = 21 dB 

The time delay I = 112 ps is due primarily to the transit 
time of minority carriers I electrons) across the base of this 
npn transistor. 
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FREQUENCY 



10GH7 



Fig. 5. Top curve: |s„[ from Fig. 4 replotled on logarithmic 
frequency scale. Data below 100 MHz measured with 
-hp- 8405A Vector Voltmeter, bottom curve: unilateral 
fyltre of merit, calculated from s parameters (see text). 



Narrow-Band Amplifier Design 

Suppose now that ihis 2N3478 transistor is to be used in 
a simple amplifier, operating between a 500 source and a 
50'.! load, and optimized for power gain at 300 MHz by 
means of lossless input and output matching networks. Since 
reverse gain s u for Ihis transistor is quite small — 50 dB 
smaller than forward gain s,,. according to Fig. 4 — there is 
a possibility that it can be neglected. If this is so. the design 
problem will be much simpler, because setting s, : . equal to 
zero will make the design equations much less complicated. 

In determining how much error will be introduced by 
assuming s la =s 0, the first step is to calculate the unilateral 
figure of merit U, using the formula given in the table on 
p. 23. i.e. 



u = 



S l i S U S VI S V. 



[i - ;s„ *)(] - M*)] 



(22) 



A plot of u as a function of frequency, calculated from the 
measured parameters, appears in Fig. 5. Now if G T „ is the 
transducer power gain with S 1S = 0 and G T is the actual 
transducer power gain, the maximum error introduced by 
using G Tl , instead of G T is given by the following relation- 
ship: 



(l+u)= G Tu (1 -u)> 



(23) 



From Fig. 5, the maximum value of u is about 0.03, so the 
maximum error in this case turns out to be about =0.25 dB 
at 100 MHz. This is small enough to justify the assumption 
that s,,. = 0. 

Incidentally, a small reverse gain, or feedback factor, s l; , 
is an important and desirable property for a transistor to 
have, for reasons other than that it simplifies amplifier de- 



sign. A small feedback factor means that the input character- 
istics of the completed amplifier will be independent of the 
load, and the output will be independent of the source im- 
pedance. In most amplifiers, isolation of source and load is 
an important consideration. 

Returning now to the amplifier design, the unilateral ex- 
pression for transducer power gain, obtained either by set- 
ting s 12 ss 0 in equation 18 or by looking in the table on 
p. 23. is 



G T „ = 



=(l - |r,i*)(i - r.|=j 



- s..„r, 



(24> 



When |s,,| and [s»| are both less than one, as they are in this 
case, maximum G Tl , occurs for r s = s* n and r, = s* 5 . 
(table, p. 23). 

The next step in the design is to synthesize matching net- 
works which will transform the 501.' load and source imped- 
ances to the impedances corresponding to reflection coeffi- 
cients of s*,, and s* ; ._„ respectively. Since this is to be a 
single-frequenc\ amplifier, the matching networks need not 
be complicated. Simple series-capacitor, shunt-inductor net- 
works will not only do the job. but will also provide a handy 
means of biasing the transistor — via the inductor — and of 
isolating the dc bias from the load and source. 

Values of L and C to be used in the matching networks 
are determined using the Smith Chart of Fig. 6. First, points 
corresponding to s,„ s' ,,. s...., and s*..., at 300 MHz are 
plotted. Each point represents the tip of a vector leading 
away from the center of the chart, its length equal to the 
magnitude of the reflection Coefficient being plotted, and its 
angle equal to the phase of the coefficient. Next, a combi- 
nation of constant-resistance and constant-conductance cir- 
cles is found, leading from the center of the chart, repre- 
senting 50!J. to a* u and s', : . The circles on the Smith Chart 
are constant-resistance circles: increasing series capacitive 
reactance moves an impedance point counter-clockwise 
along these circles. In this case, the circle to be used for 
finding series C is the one passing through the center of the 
chart, as shown by the solid line in Fig. 6, 

Increasing shunt inductive susceptance moves impedance 
points clockwise along constant-conductance circles. These 
circles are like the constant-resistance circles, but they are 
on another Smith Chart, this one being just the reverse of 
the one in Fig. 6. The constant-conductance circles for shunt 
L all pass through the leftmost point of the chart rather than 
the rightmost point. The circles to be used are those passing 
through s" u and a'...,, as shown by the dashed lines in Fig. 6. 

Once these circles have been located, the normalized 
values of L and C needed for the matching networks are 
calculated from readings taken from the reactance and sus- 
ceptance scales of the Smith Charts. Each element's reac- 
tance or susceptance is the difference between the scale read- 
ings at the two end points of a circular arc. Which arc cor- 
responds to which element is indicated in Fig. 6. The final 
network and the element values, normalized and unnormal- 
ized. an» shown in Fig. 7, 
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Broadband Amplifier Design 

Designing a broadband amplifier, that is. one which has 
nearly constant gain over a prescribed frequency range, is a 
matter of surrounding a transistor with external elements in 
order to compensate for the variation of forward gain |s-_.,| 
wilh frequency. This can be done in either of two ways — 
first, negative feedback, or second, selective mismatching of 
the input and output circuitry. We will use the second 
method. When feedback is used, it is usually convenient to 
convert to y- or z-parameters (for shunt or series feedback 
respectively) using the conversion equations given in the 
table, p. 24. and a digital computer. 

Equation 24 for the unilateral transducer posver gain 
can be factored into three parts: 

G|„ - G^.G; 

where G„ = s., - 



When a broadband amplifier is designed by selective mis- 
matching, the gain contributions of G, and G.. are varied to 
compensate for the variations of G„ = s , -' with frequency. 

Suppose that the 2N3478 transisior whose s-parameters 
are given in Fig. 4 is to be used in a broadband amplifier 
which has a constant gain of 10 dB over a frequency range 
of 300 MHz to 700 MHz. The amplifier is to be driven from 
a 50S2 source and is to drive a 50!; load. According to Fig. 5. 



s _, « = 13 dB at 300 MHz 

= 10 dB at 450 MHz 

= 6 dB at 700 MHz . 

To realize an amplifier with a constant gain of 10 dB. source 
and load matching networks must be found which will de- 
crease the gain by 3 dB at 300 MHz. leave the gain the same 
at 450 MHz. and increase the gain by 4 dB at 700 MHz. 

Although in the general case both a source matching net- 
work and a load matching network would be designed. 
Gu.im (i.e., G, for V 9 = s* u ) for this transistor is less than 
1 dB over the frequencies of interest, which means there is 
little to he gained by matching the source. Consequently, for 
this example, only a load-matching network will be designed. 
Procedures for designing source-matching networks are 
identical to those used for designing load-matching networks. 

The first step in the design is lo plot sV.. over the required 
frequency range on the Smith Chart. Fig. 8. Next, a set of 
constant-gain circles is drawn. Each circle is drawn for a 
single frequency; its center is on a line between the center 
of the Smith Chart and the point representing 5*jj at that 
frequency. The distance from the center of the Smith Chart 
lo the center of the constant gain circle is given by (these 
equations also appear in the table, p. 23): 

r - gsiSagl 

1 - WO - gj 

where 

g, = G^ =G ,(1 - 





Fig. 7. SOO-.MHz amplifier with matching network* 
for maximum power .vain. 



The radius of ihe constant-gain circle is 

„ _ VI - fed ~ |s„|') 
S 1 - |s= 3 | 2 (l -Sz) 

For ihis example, three circles will he drawn, one for 
G a = — 3 dB at 300 MHz. one for G, = 0 dB at 450 MHz. 
and one for CL = +4 dB at 700 MHz. Since \s 13 \ for this 
transistor is constant at 0.85 over the frequency range (see 

Fig. 4<b)|. C_. , for all three circles is (0.278)-', or 5.6 dB. 

The three constant-gain circles are indicated in Fig. 8. 

The required matching network must transform the cen- 
ter of the Smith Chart, representing 50Q, to some point on 
the — 3 dB circle at 300 MHz. to some point on the 0 dB 
circle at 450 MHz. and to some point on the +4 dB circle 
at 700 MHz. There are undoubtedly many networks that 
will do this. One which is satisfactory is a combination of 
two inductors, one in shunt and one in series, as shown in 
Fig. 9. 

Shunt and series elements move impedance points on the 
Smith Chart along constant-conductance and constant- 
resistance circles, as I explained in the narrow-band design 
example which preceded this broadband example. The shunt 
inductance transforms Ihe SOU load along a circle of con- 
stant conductance and varying (with frequency) inductive 
susceptance. The series inductor transforms the combination 
of the 500 load and the shunt inductance along circles of 
constant resistance and varying inductive reactance. 




Fig. 8. Smith Chan for broadband amplifier design example. 
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Optimizing the values of shunt and series L is a cut-and- 
tr\- process to adjust these elements so that 

— the transformed load retlection terminates on the right 
gain circle at each frequency, and 

— the susceptance component decreases with frequency 
and the reactance component increases with frequency. 
(This rule applies to inductors: capacitors would behave 
in the opposite way.) 

Once appropriate constant-conductance and constant-resist- 
ance circles have been found, the reactances and suscep- 
tances of the elements can be read directly from the Smith 
Chart. Then the element values are calculated, the same as 
they were for the narrow-band design. 

Fig. 10 is a schematic diagram of the completed broad- 
band amplifier, with unnormah/ed element values. 

Stability Considerations and the Design of Reflection 
Amplifiers and Oscillators 

When the real part of the input impedance of a network 
is negative, the corresponding input reflection coefficient 
(equation 17) is greater than one. and the network can be 
used as the basis for two important types of circuits, reflec- 
tion amplifiers and oscillators. A reflection amplifier (Fig. 
I I ) can be realized with a circulator — a nonreciprocal three- 
port device — and a negative-resistance device. The circula- 
tor is used to separate the incident (input I wave from the 
larger wave reflected by the negative-resistance device. Theo- 
retically, if the circulator is perfect and has a positive real 
characteristic impedance Z... an amplifier with infinite gain 
can be built by selecting a negative-resistance device whose 
input impedance has a real pan equal to — Z„ and an imagi- 
nary part equal to zero (the imaginary part can be set equal 
to zero by tuning, if necessary). 

Amplifiers, of course, are not supposed to oscillate, 
whether they are reflection amplifiers or some other kind. 
There is a convenient criterion based upon scattering param- 
eters for determining whether a device is stable or potential!) 
unstable with given source and load impedances. Referring 
again to the flow graph of Fig. 3. the ratio of the reflected 
voltage wave b, to the input voltage wave b s is 



b s l-rgs-,, 

where s' u is the input reflection coefficient with V a - 0 
(that is. Zs - Z„) and an arbitrary load impedance Z,., as 
defined in equation 19. 



If at some frequency 



1'sS'k = 1 



(25) 



the circuit is unstable and will oscillate at that frequency. On 
the other hand, if 

, , 1 



the device is unconditionally stable and will not oscillate, 
whatever the phase angle of t' s might be. 




Z, =50U 



Fig. 9. Combination of shunt and series inductances is 
suitable matching network for broadband amplifier. 



z, = sou 




Inductance calculations 
From 700 MM.- data = = |<3 64 -0 441 = ,3 2 



From 300 MM; data. 




nH = 36.4 nM 



= 20 4 nM 



Matf - (13) ( 2») (0.3) ' 

Fig. 10. Broadband amplifier with constant gain 
oj 10 dB from 300 MHz to 700 MHz. 



Fig. II. Reflection amplifier 
consists of circulator and 
transistor with negative input 
resistance. 



T*o pot iwtn 
ft 

(Real w'l Ol input 
impedance n 
fttgatntt) 




-»<3 
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— r,, 
-o 



tsu : 




- 



Fig. 12. Transistor oscillator is designed by choosing 
tank circuit such that l' T s',, = 1. 
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Fig. 13, Smith Chart for transistor oscillator design example. 



As an example of how these principles of stability arc ap- 
plied in design problems, consider the transistor oscillator 
design illustrated in Fig. 12. In this case the input reflection 
coefficient s',, is the reflection coefficient looking into the 
collector circuit, and the "source' reflection coefficient l' s 
is one of the two tank-circuit reflection coefficients. r. n or 
l' ( . From equation 19. 

s "- !> " + n^Tr,: 

To make the transistor oscillate, s', , and C a must be adjusted 
so that they satisfy equation 25. There are four steps in the 
design procedure: 

— Measure the four scattering parameters of the transistor 
as functions of frequency. 

— Choose a load reflection coefficient !',, which makes s' u 
greater than unity. In general, it may also take an 
external feedback element which increases s v . B,, to 
make s', , greater than one. 

— Plot l.'s',, on a Smith Chart. (If the new network 
analyzer is being used to measure the s-parametcrs of 
the transistor, 1 / s', , can be measured directly by re- 
versing the reference and test channel connections be- 
tween the reflection test unit and the harmonic fre- 
quency converter. The polar display with a Smith Chart 
overlay will then give the uesired plot immediately.! 

— Connect either the series or the parallel tank circuit 
to the collector circuit and tune it so that l' T , or P n is 
large enough to satisfy equation 25 (the tank circuit 
reflection coefficient plays the role of l' s in this equa- 
tion). 



Fig. 13 shows a Smith Chart plot of l/s' n for a high- 
frequency transistor in the common-base configuration. 
Load impedance Z% is 200'.!, which means that I", referred 
to 50!! is 0.6. Reflection coefficients r. n and \\.. are also 
plotted as functions of the resonant frequencies of the two 
lank circuits. Oscillations occur when the locus of P m or 
l' T ., passes through the shaded region. Thus this transistor 
would oscillate from 1.5 to 2.5 GHz with a series tuned 
circuit and from 2.0 to 2.7 GHz with a parallel tuned circuit. 

— Richard W. Anderson 



Additional Reading on S-Parameters 

Besides the papers referenced in the footnotes of the 
article, the following articles and books contain information 
on s-parameter design procedures and flow graphs. 
— F Wcinert. "Scattering Parameters Speed Design of High- 
Frequency Transistor Circuits! Electronics, Vol. 39, No. 
18. Sept. 5. 1966. 
— G. Fredricks. "How to Use S-Parameters for Transistor 

Circuit Design! EEE. Vol. 14. No. 12. Dec. 1966. 
— D. C. Youla. 'On Scattering Matrices Normalized to Com- 
plex Port Numbers: Proc. IRE, Vol. 49, No. 7, July, 1961. 
— J. G. Linvill and J. F Gibbons. 'Transistors and Active 
Circuits: McGraw-Hill. 1961. (No s-parameters, but good 
treatment of Smith Chart design methods.) 
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Transducer Power Gain = 



Power delivered lo load 



Power available from source 



Useful Scattering 
Parameter Relationships 



v, 



TWO-PORT 
NETWORK 



a 



-b. 



o + 



b, = s n a, + s,.a, 
b;. = s L .,a, + s ; ,a : . 



G T = 



M'd - ir,|»)(i - |r t .:=) 



.1 -s„r s )(i - s^rj - s^.r, r 8 j= 



Unilateral Transducer Power Gain (s,, = 0) 

c . (i ~ |r s j 3 ) (l - lr L |») 
il -s„r 8 |Ml -s.^ 

= G„G,G ; 

G„ = Is,,! 1 

i - tad* 



G, 

G, 



1 - »,,r,| a 

l - lr L | 3 
|l -s 3s r L p 



Input reflection coefficient with arbitrary Z. 

S "- S|,+ 1 - 8.A 

Output reflection coefficient with arbitrary 2 5 

s'„ = s,„ + . *ttM"a ■ 
- " 1 - s„r s 



Maximum Unilateral Transducer Power Gain when 

[s„l < 1 and \s,,\ < I 

G u = 



|(1 - |s„|=) (1 - |s 22 |F| 
= G„ G, „,„ G. mux 
1 



"I mm — — . 

1 l s iil 

This maximum attained for l' s = s*,, and l' L s*.^ 



Voltage gain with arbitrary Z, and Z s 



V, ' (1 - s.,.,v,)(\ + s'„) 



Constant Gain Circles (Unilateral case: Su = 0) 

— center of constant gain circle is on line between center 
of Smith Chart and point representing s*,, 



Power Gain = 



G = 



Power delivered to load 
Power input to network 



ls 3 ,Ni ~ UYI-) 



Available Power Gain = 



G.\ = 



Power available from network 
Power available from source 



\hx\'0 - |r s |=) 



(1 ~ Is*-! 3 ) + |r 8 |> (Is,,! 1 - |D|=) - 2 Re (r s M) 



— distance of center of circle from center of Smith Chart: 

8ils lt | 



r, = 



1 - »0 St) 



(1 - |s„| 2 ) + |r L l 2 (Is,,! 2 - |D|=) - 2 Re (r, N) —radius of circle: 



, _ V 1 ! -g,d ~ |s,.P) 
1 - |s u |Ml -Bi) 



where: i = 1 , 2 



and g, = 



G, 



= G,(I - s, J'-') 
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Unilateral Figure of Merit 



u = 



ISj^SjjSjjSjJ 



1(1 - |s„| 2 ) (i - M 3 ) 



Error Limits on Unilateral Gain Calculation 



1 



(1 + u-) 



< 



<-TT 



(1 - u-) 
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Conditions for Absolute Stability 

No passive source or load will cause network to oscillate if 
a. b, and c are all satisfied. 



a. |s„| < 1, |s M | < 1 



b. 



c. 



~ |M*| 



is 15 s in i - tm 



> 1 

> 1 



Condition that a two-port network can be simultaneously 
matched with a positive real source and load: 

K > 1 or C < 1 

C =s Linvill C factor 



Linvill C Factor 
C = K ' 

1 + |D|* - |s„|^ - Isal" 



K = 



2 |s,,s.,| 



Source and Load tor Simultaneous Match 

l',„s= M' 



B, ± \Zb,- - 4 |M [=" 



2 M!- 



r.,„ =N« 



B 2 ± Vb, s - 4 |N1- 



2 |N|= 

Where B, = 1 + |s„|= - \s. a \* - \D\- 
B, = 1 + |s M | a ~ |s„|- - (©J* 

Maximum Available Power Gain 
If K> 1, 



G Am «= - J''- (K± VK* - I) 
K = C 

C = Linvill G Factor 



(Use plus sign when B, is positive, minus sign when B, is 
negative. For definition of B, see 'Source and Load for 
Simultaneous Match: elsewhere in this table.) 



M = s,, - DsV... 
N = s.,.. - Ds*„ 



s-parameters in terms ol 
h-, y-, and z-parameters 


h- 


y-, and /-parameters in 
erms ol s-parameters 




(z„ - l)(z„+ 1) 


— *uZji 




(1 + S„)(I -SjJ+SkS,, 


Sn = 


(z„ + 1) (z_ + 1) 


-Z 13 Zr, 


z„ = 


(1 - s„) (1 — s..) s. - 


5.: = 


2z,. 




r„= 


2s u 




-Wa 


(1 — Sn) (1 — S-) — s.-s., 


s« = 






z» = 




(z, 1 + l)(r a + 1) 


-ZiAi 


(1 — (1 — &-) — s„s- 




(z„ + 1) (z™ - 1) 


— Z|;Z;i 




(1 + S-J (I — Sj -f S,;S., 


*» = 








(1 — S„) (1 — Sn) — SkJS- 




(l - y„) (I + Vb) 


— y Is y M 


y., == 


(1 +*..)( 1 -s,J + s lA , 


*ll = 


(« + o + y=> 


-y«y« 


(1 + s„) (1 + S-) — s..s.. 




-2y„ 




y» = 


-2s,, 


s„ = 


(l + y„) (i + ye) 


-yi«y» 


(1 + s„) (1 + Sn) — s„s„ 




— 2y-L 




y« = 


-2s,, 




0+y«)(»+yrf 


-y«y n 


(1 -4- s.J (1 + Sk) — s„s.. 


»» = 


(i + y.i)(i — y»J 


- }'i;>'.-! 


y a = 


(l + s.Jd-sJ-f s^, 


(i + yiJ 0 + y») 


- KAi 


(1 + fc.) (1 + 5„) — S.S-, 




(h„ - I) (h 0 + 1) 


- faJhi 


h„ = 


(1 + Sn) (1 + Sb) — S,A, 


s„ = 


<h„+ l)(h a + 1) 


- I>i:h=i 


(1 — s„) (1 + S_) + S..S-, 








h, : = 


2s„ 


*e = 


(h„ + l)(ha+l) 


- h c h M 


(1 - S„) (1 + Sn) + 




-2h 3 , 






-2s» 


s» = 


<h„+ l)'(h»+l) 


- h,X-i 


h„ = 


(I - s„)(l -i-s_) + s^, 




li - h„)(l - M4 h.,h ; , 


h„ = 


(I -$a)(t -Sj-SnJfe, 


Sa = 


(h„+ DUi-- 1) 


- h,jh„ 


(1 -S„)(l +So) + S,A, 



The h-, y-. and z-parameters listed above are all 
normalized to Z„. If h', y', and z' are the actual 
parameters, then 


Zii' — ZnZ,, 




hn' = h„Z„ 


z„' = ^ 1! Z. 




h„' h,. 


z./^Zj.Z. 


y„-i- 


h : ,' = h., 


Za' = ZT,Z„ 







Transistor Frequency Parameters 

f, frequency at which !h r . | 

= h;, for common-emitter configuration 
fm„ = frequency at which G A = 1 
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